Thrombosis of a mechanical prosthetic aortic valve in early pregnancy: histopathological findings.
We present results of the histopathological workup of a prosthetic aortic valve which was explanted from a 31-year-old woman due to valve thrombosis during early pregnancy. Our images demonstrate nicely thrombotic material directly adherent to the pyrolytic carbon surface in a human specimen.